The mechanical ability and usefulness of simulation systems can be improved by combining a tactile display with a remote control or medical simulation systems. In this study, a scissors-type haptic device containing magnetorheological fluid (MR fluid) in its fulcrum is developed. We evaluate the mechanical response to the applied voltage and realize the presence of mechanical stimuli when a subject grasps or cuts the corresponding objects. When the magnetic field around the MR fluid is controlled by an electric voltage of 150-500 mV, the torque linearly increases from 0.007 ± 0.000 to 0.016 ± 0.000 N m. The device can provide tactile stimuli with 0.1 s of resolution. We also determined the voltage profiles based on typical force profiles obtained during grasping/cutting processes and evaluated the torque using a mechanical evaluation system. Features of the force profiles related to the soft and sticky feels were reconstructed well.
Introduction
Robotic surgeries are performed using remote-controlled endoscopic cameras and robotic arms [1] [2] [3] [4] [5] . Tactile feeling is useful for perceiving the physical properties of objects; however, existing surgical robots cannot display tactile information when surgical tools come in contact with living tissues [6] [7] [8] . Computer-assisted surgical systems combined with haptic interfaces demonstrated better user experience compared with the presently available common computer-aided design system [9] .
Haptic devices use magnetorheological fluid (MR fluid) to display tactile information that can be perceived during surgery [10] [11] [12] [13] [14] [15] [16] [17] . The rheological properties of fluids containing dispersed ferromagnetic particles of 1-10 µm diameter drastically change under magnetic fields due to the formation of particle clusters. Thus, such haptic systems are useful for surgeries because the shear stress of the clusters can be controlled by the amplitude of the magnetic field [18] . However, equipping surgical robots with tactile display systems is difficult because of insufficient available information about the types of tactile stimuli used in surgeries. Grasping/cutting processes must be particularly analyzed to develop a surgical system, because they are one of the most frequent procedures performed during any surgery.
We previously analyzed the typical dynamic changes of grasping/cutting force during use of scissors and forceps, deducing that tactile stimuli, i.e., soft, hard, sticky, and cutting sensations are affected by the force profile [19] . When subjects grasped a soft urethane resin using forceps, the grasping force gradually increased in a one-step pattern, thereby increasing the resin deformation. In contrast, when subjects grasped hard stainless-steel plate, the grasping force abruptly increased at the moment of contact between the blade and the plate and then increased gradually (two-step increase pattern). When a sticky adhesive tape was grasped, the phase of handle opening exhibited a peak (double peak pattern) caused by the peeling of tape from the blade. Meanwhile, when cutting paper, the cutting force gradually increased with small fluctuations and sharply decreased after the completion of cutting (drastic decrease pattern). Herein, a scissors-type haptic device was developed using MR fluid to display tactile feedback for grasping/cutting objects virtually by controlling the magnetic field around the MR fluid. The torque of the device was determined using two methods. In the first method, the shaft of the device was rotated by a motor and its torque was calculated under certain conditions. This method was used to analyze the amplitude and response speed of the torque for determining the tactile display performance. In the second method, a mechanical evaluation system was used to accurately measure force and movement of the device during grasping/cutting when a subject operates the scissors-type device. Figure 1 shows the haptic device containing MR fluid, composed of a coil and a rotational disk. The magnetic field around the coil induces chain-like cluster formation of iron nanoparticles in the MR fluid. When the clusters are sheared by the rotation of the disk, the shear stress is translated as a torque. Upon attaching a handle ring to the shaft part, the device can be operated as a scissors-type device. We used MR fluid containing iron nanoparticles of about 100 nm diameter because it is highly stable against sedimentation compared with other typical MR fluids [20] [21] [22] [23] [24] . These iron nanoparticles are treated using a silane coupling agent in order to form a hydrophobic layer on their surfaces, and then dispersed in silicone oil. The MR fluid demonstrates stable shear stress even at low shear rates (1-100 s −1 ); therefore, the fluid can be used in tactile display systems [22] . The coil voltage was controlled using a function generator (AFG3152C, Tektronix Inc., Tokyo, Japan) and monitored using an oscilloscope (DCS-9710, TEXIO Technology Co. Ltd., Kanagawa, Japan).
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Torque Evaluations
In the torque evaluation tests, the shaft part was rotated by an ultrasonic motor (USR60-E3T, Shinseikogyo Co. Ltd., Tokyo, Japan) at the rotational speed of 1.15 rad s −1 .The torque was monitored using a sensor associated with the motor (Figure 2 ). The detection limit of the torque measurement system was 1.0 × 10 −4 N m. The torque measurements were acquired at 10 ms intervals for 30 s. All evaluation tests were performed three times to monitor their reproducibility. First, the torque was evaluated when the coil voltage was 0-500 mV. Second, the voltage was repeatedly increased or decreased in a step of 500 mV in 0.001-1 s to evaluate the torque response. In this test, the frequency, amplitude, and offset voltage were set to 0.500 Hz, 0.500 Vp-p, and 0.250 V, respectively. Third, the 
In the torque evaluation tests, the shaft part was rotated by an ultrasonic motor (USR60-E3T, Shinseikogyo Co. Ltd., Tokyo, Japan) at the rotational speed of 1.15 rad s −1 .The torque was monitored using a sensor associated with the motor (Figure 2 ). The detection limit of the torque measurement system was 1.0 × 10 −4 N m. The torque measurements were acquired at 10 ms intervals for 30 s. All evaluation tests were performed three times to monitor their reproducibility. First, the torque was evaluated when the coil voltage was 0-500 mV. Second, the voltage was repeatedly increased or decreased in a step of 500 mV in 0.001-1 s to evaluate the torque response. In this test, the frequency, amplitude, and offset voltage were set to 0.500 Hz, 0.500 Vp-p, and 0.250 V, respectively. Third, the torque was evaluated when the voltage was controlled by four types of temporal patterns that were designed based on the mechanical data from other studies [19] . We designed simplified models of typical force patterns obtained during the grasping processes of urethane resin, stainless plate, adhesive tape, and during the cutting process of paper. In the third test, the frequency, amplitude, and offset voltage were set to 0.500 Hz, 0.500 Vp-p, and 0.250 V, respectively.
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Mechanical Evaluation Tests in Operating a Scissors-Type Device
To perform the mechanical evaluation, a subject operated a scissors-type haptic device that was fixed to a mechanical evaluation system. The magnetic field around the MR fluid was controlled based on four electric profiles. A subject gripped a handle ring and opened and closed it repeatedly for 20 s. The time of opening and closing was determined by the profiled voltage on an oscilloscope. We evaluated the movement and the mechanical force of the ring using a mechanical evaluation system (shown in Figure 3 ) [25] [26] [27] . Mechanical forces were monitored using strain gauges on two leaf springs connected to a personal computer (PC) (VW9000, Keyence Co., Tokyo, Japan) via a data logger unit that comprised two electronic measurement systems (NR-500 and NR-ST04, Keyence Co., Tokyo, Japan). The detection limits of the tangential forces (Fx and Fy) and the vertical force (Fz) were 2.9 × 10 −3 , 2.0 × 10 −4 , and 3.9 × 10 −2 N, respectively. The ranges of the linear responses for Fx, Fy, and Fz were 8.8 × 10 −3 to 9.8 N, 2.9 × 10 −4 to 9.8 N, and 5.9 × 10 −2 to 11.8 N, respectively. During the evaluation process, we obtained high-speed images from just above the device using a high-speed camera (VW-300M, Keyence Co., Tokyo, Japan). Data from the mechanical evaluation system and the high-speed observation system were acquired at 2 ms intervals. The captured images were analyzed using Motion Analyzer software (VW-H2MA, Keyence Co., Tokyo Japan) to obtain the angle between the rings (θ).
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(a) (b) Figure 4 shows the relation between the applied voltage and measured torque. Torque remains almost unchanged when the applied voltage is within 0-140 mV: the torque is 0.006 ± 0.000 N m (torque ± standard deviation). The torque increases linearly from 0.007 ± 0.000 to 0.016 ± 0.000 N m when the applied voltage is within 150-500 mV. Equation (1) Figure 4 shows the relation between the applied voltage and measured torque. Torque remains almost unchanged when the applied voltage is within 0-140 mV: the torque is 0.006 ± 0.000 N m (torque ± standard deviation). The torque increases linearly from 0.007 ± 0.000 to 0.016 ± 0.000 N m when the applied voltage is within 150-500 mV. Equation (1) 
Results and Discussions
Relation between the Applied Voltage and Torque
Results and Discussions
Relation between the Applied Voltage and Torque
This result suggests that torque can be controlled in the voltage within 150-500 mV. Kwon et al. reported that the magnitude of force acting on soft tissues during a microsurgery is <1 N [28] . The developed scissors-type haptic device has a length of 25 mm starting from the fulcrum to the handle part; therefore, the difference between minimum force (0.24 N) and maximum force (0.64 N) is approximately 0.4 N. Thus, the device should realize power three times stronger than current torque for its application as a haptic device in microsurgery. 
Evaluations of the Torque Response Speed
Figure 5a-c shows the temporal profiles of the torque when voltage is increased to 500 mV over specific time periods. At times 0.001, 0.5, and 1 s, the torque increased to its maximum value at 0.13 ± 0.01, 0.53 ± 0.03, and 1.03 ± 0.04 s, respectively. When the voltage decreased from 500 to 0 mV, similar response behavior was observed; the torque decreased to 0.006 N m at 0.11 ± 0.01, 0.56 ± 0.02, and 1.03 ± 0.05 s, respectively. Figure 5d shows the relation between the time taken by the voltage to increase or decrease and the response time of the torque. Torque response speed showed a maximum delay of 0.13 s when the voltage increased to or decreased from 500 mV. These results suggest that the device can obtain the resolution of 0.1 s. However, some reports showed that the typical response time of MR fluids is on the order of milliseconds. Takesue et al. reported that magnetic delay can be dependent on the internal structure of a device and the material of the bobbin [29] . Kikuchi et al. revealed that the rotational speed of the shaft also affects the response time [30] . This result suggests that torque can be controlled in the voltage within 150-500 mV. Kwon et al. reported that the magnitude of force acting on soft tissues during a microsurgery is <1 N [28] . The developed scissors-type haptic device has a length of 25 mm starting from the fulcrum to the handle part; therefore, the difference between minimum force (0.24 N) and maximum force (0.64 N) is approximately 0.4 N. Thus, the device should realize power three times stronger than current torque for its application as a haptic device in microsurgery.
Figure 5a-c shows the temporal profiles of the torque when voltage is increased to 500 mV over specific time periods. At times 0.001, 0.5, and 1 s, the torque increased to its maximum value at 0.13 ± 0.01, 0.53 ± 0.03, and 1.03 ± 0.04 s, respectively. When the voltage decreased from 500 to 0 mV, similar response behavior was observed; the torque decreased to 0.006 N m at 0.11 ± 0.01, 0.56 ± 0.02, and 1.03 ± 0.05 s, respectively. Figure 5d shows the relation between the time taken by the voltage to increase or decrease and the response time of the torque. Torque response speed showed a maximum delay of 0.13 s when the voltage increased to or decreased from 500 mV. These results suggest that the device can obtain the resolution of 0.1 s. However, some reports showed that the typical response time of MR fluids is on the order of milliseconds. Takesue et al. reported that magnetic delay can be dependent on the internal structure of a device and the material of the bobbin [29] . Kikuchi et al. revealed that the rotational speed of the shaft also affects the response time [30] . 
Tactile Display of the Grasping/Cutting Processes
We previously found that the force required for grasping/cutting processes with forceps and scissors reflects the physical properties of the grasped/cut objects [19] . When grasping a urethane resin with a low elastic modulus, the grasping force increases in a one-step pattern. In contrast, when grasping a stainless-steel plate with a high elastic modulus, the force increases in a two-step pattern. When grasping an adhesive tape, a peak resulting from the peeling off of the tape from the blade was observed when opening the handle. When a subject cuts a piece of paper, the force decreases sharply at the moment at which the cutting is completed. We defined these profiles as one-step increase pattern, two-step increase pattern, double peak pattern, and drastic decrease pattern. Figure 6 shows the temporal profiles of torque and tangential force when the magnetic field around the MR fluid was controlled based on these four patterns. Figure 6A shows the torque profiles evaluated using the torque evaluation system. Figure 6B shows the tangential force profiles evaluated using the mechanical evaluation system when the handle ring was closed and opened. The wave form of the torque and tangential force corresponds approximately with each of their electric voltage profiles. Differences between the profile and the torque are highly evident when the voltage increases or decreases in a short time span. The torque and the tangential force fluctuated as follows: 
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Conclusions
Herein, we evaluated the torque and operating force of the scissors-type haptic device using a torque evaluation system and a mechanical evaluation system having an attached high-speed camera. By controlling the magnetic field around the MR fluid in the device, we displayed the profiles of grasping/cutting force when using forceps and scissors. The scissors-type haptic device containing the MR fluid can display various tactile stimuli and is useful as the element technology for nextgeneration surgical robots. However, the torque response to the coil voltage showed a maximum delay of 0.13 s, and the maximum torque that can be presented is 0.016 N m. These abilities must be improved to accurately display the tactile information obtained during surgeries. These results suggest that this haptic device can display the reaction force observed during the grasping process of both soft and sticky objects. However, greater response speed and amplitude of the torque is required to display steep torque increments and sharp force fluctuations such as those observed in the two-step increase pattern and drastic increase pattern.
Herein, we evaluated the torque and operating force of the scissors-type haptic device using a torque evaluation system and a mechanical evaluation system having an attached high-speed camera. By controlling the magnetic field around the MR fluid in the device, we displayed the profiles of grasping/cutting force when using forceps and scissors. The scissors-type haptic device containing the MR fluid can display various tactile stimuli and is useful as the element technology for next-generation surgical robots. However, the torque response to the coil voltage showed a maximum delay of 0.13 s, and the maximum torque that can be presented is 0.016 N m. These abilities must be improved to accurately display the tactile information obtained during surgeries. 
